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Ambient operation poses a challenge to AFM because in contrast to operation in vacuum or liquid 
environments, the cantilever dynamics change dramatically from oscillating in air to oscillating in 
a hydration layer when probing the sample. We demonstrate atomic resolution by imaging of the 
KBr(OOl) surface in ambient conditions by frequency-modulation atomic force microscopy with a 
cantilever based on a quartz tuning fork (qPlus sensor) and analyze both long- and short-range 
contributions to the damping. The thickness of the hydration layer increases with relative humidity, 
thus varying humidity enables us to study the influence of the hydration layer thickness on cantilever 
damping. Starting with measurements of damping versus amplitude, we analyzed the signal and the 
noise characteristics at the atomic scale. We then determined the optimal amplitude which enabled 
us to acquire high-quality atomically resolved images. 

PACS numbers: 07.79.Lh, 34.20.-b, 68.08.-p, 68.37.Ps 



I. INTRODUCTION 

Today, atomic force microscopy (AFM)^ in frequency- 
modulation mode (FM-AFM)^ allows us to rou- 
tinely achieve atomic resolution in ultra high vacuum 
(UHV^I^H^l. For applications in chemistry and biology at 
the nanoscale, high resolution research tools are needed 
for non-conductive and soft organic material^. The 
great advantage of FM-AFM over scanning tunneling 
microscopjSI is the ability to scan non-conducting 
surfaces with true atomic resolutionSi. For biological as 
well as chemical samples, imaging in their natural en- 
vironment is often desired, requiring AFM operation in 
air or liquid at room temperature (e.g. live cells, electro- 
chemical studies, atomic study of chemical reactions and 
catalysiJ^. High-resolution experiments are usually 
carried out in controlled environments like UHV at low 
temperatures to prevent the influence of drift, surface 
mobility of adsorbates or interaction with unwanted 
adsorbents. Ambient environments, where the surfaces 
under study are exposed to a mixture of gases and vapors, 
pose a profound challenge to surface studies requiring 
atomic resolution. The influences on the experiment are 
hard to predict in most cases, and while resolution down 
to the atomic scale was demonstrated to be feasibl^^i', 
it was not demonstrated until now in ambient conditions. 

Obtaining atomic resolution in ambient conditions 
and liquids has proven to be more difficult than in 
UHV for two main reasons. First, in UHV, well defined 
surfaces can be prepared that stay clean for long times, 
while in ambient conditions, adsorbing and desorbing 
atoms and molecules can cause a perpetual change of 
the atomic surface structure on a time scale much faster 
than the time resolution of scanning probe microscopes. 
Second, the damping effects on the cantilever are quite 
well defined in UHV, where the quality factor Q of the 
cantilever is high and often does not change significantly 
when bringing the tip close to the surface. For cantilevers 



oscillating in a liquid, the Q factor is low but varies 
little with distance to the surface^^. In contrast, for 
operation in ambient conditions, the Q factor changes 
dramatically as the oscillating cantilever comes close the 
sample. Therefore, the excitation signal that is needed 
to drive the cantilever at a constant amplitude must 
increase profoundly, often by orders of magnitude, when 
approaching the oscillating tip towards the sample as 
it penetrates an adsorption layer. Surfaces in ambient 
conditions are usually covered by a water layer with a 
thickness that depends strongly on the relative humidity 
(RH^. Correspondingly, the excitation amplitude has 
to increase when the oscillating force sensor moves from 
air into the water layer (this finding will be discussed in 
Fig. [5] and related text) . 

Atomic resolution in liquid was obtained using quasi 
static AFM by Ohnesorge and Binni^Sl in 1993, and 
recently Fukuma at al. obtained atomic resolution of the 
Muscovite mica surface in water using FM-AFM with 
standard micro fabricated cantilevers^. It has since 
been demonstrated by other groups on the calcite (14l0) 
cleavage plane in IM KCl solution^^ and again on mica 
in watev^. Atomic resolution in liquid conditions using 
the qPlus sensor was demonstrated by Ichii et al^^. 

In this work, we analyze the dynamics of FM-AFM 
measurements on the insulating and soft KBr(OOl) 
surface under ambient conditions with various tip 
materials and qPlus sensors. In sectio n [ll| we describe 
the experimental setup, where section |II A| starts with 
a description of cantilever motion in FM-AFM as a 
damped harmonic oscillator and presents the differences 
between working in UHV, liquid and ambient conditions. 
Section |II B| introduces the potassium bromide sample 
and atomically resolved images on the (001) cleavage 
plane with different sensors. Section |III| describes the 
ambient environment and several effects of the adsorbed 
hydration layers including step movement (section [III A) 
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and damping. Here the change in the damping is clearly 
shown to relate to the liquid layer height. In section 
we analyze the signal (section IV A) and noise 
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(section 



IV B I in the hydration layer and determine the 
optimized signal-to-noisc ratio (SNR, section IV C). To 



demonstrate this method, we discuss a fully worked 
example with both amplitude dependence and frequency 
shift dependence. 



II. EXPERIMENTAL SETUP 



A. FM-AFM cantilever, a damped harmonic 
oscillator 



The cantilever in FM-AFM is a damped driven har- 
monic oscillatoJ^l. The cantilever consists of a beam char- 
acterized by a stiffness k and a resonant frequency /o, 
with a sharp tip at the end. The tip oscillates at an 
amplitude A such that the peak-to-peak distance is 2A. 
Interaction with an external force gradient causes a fre- 
quency shift A/ = / — /o which is the observable in 
this operation mode. The frequency shift is related the 
force gradient by A/(z) = -||(fcts(z)), where (hsiz)) 
is the averaged force gradient. In FM-AFM, an oscilla- 
tion control circuit keeps the oscillation amplitude, and 
thus the energy of the oscillatiorP i?osc = ^kA^ constant. 
This requires compensating both for internal dissipation 
(including friction in air) AEi^t and losses due to the tip- 
sample interaction (including friction in the water layer), 
AEts. 

The losses or damping in an oscillating system can be 
described by the total energy loss A_Etot = ^ttEosc/QcS 
per oscillation cycl^, where Qoff is the effective qual- 
ity factor. Similarly, we can define Qts and Qint by 
AE^ts = 2nEo,JQt, and AE^^t = 2TTE^^JQ;,,f The 
quality factor in vacuum, Qvacuum, or in air, Qair, can be 
determined by measuring a thermal oscillation spectrum 
of the free ca ntilev er as described by Welker et b\\^ or 
Giessibl et al .1221211. When the cantilever is solely driven 
by thermal energy, the equipartition theorem states that 
£'th = \kBT, where each degree of freedom (kinetic and 
potential energy) of the cantilever holds a time-averaged 
energy of £'th- 

To maintain a constant oscillation amplitude greater 
than the thermal excitation, the sensor is driven by an 
external source that compensates for Ai?tot = ^^'int + 
AEts- The signal that is needed to excite the beam is 
called the drive- or excitation-signal Vdiivc that causes a 
drive amplitude Adrivc, serving as a fingerprint for the 
energy losses. When the beam is excited at its resonance 
frequency, it oscillates at an amplitude A — Qeff^drivo- 
An amplitude feedback circuit adjusts Ajrivo such that A 
remains constant, thus a record of Qog as a function of 
sample position and distance can be deduced from Arrive 
The relation between Adrivc and tip-sample dissipation 
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where Adrivo is the drive amplitude. Arrive, o is the drive 
amplitude far from the sample and Qo is the quality 
factor far from the sample. When additional energy 
losses AE'ts occur during each oscillation cycle, the 
amplitude control circuit adjusts its drive voltage Vdrive 
such that Adrivc becomes greater than Adrivo,Oj leading 
to a quality factor Qts- The ratio between Adrivo and 
Vdrive is given by the sensitivity of the drive piezo, which 
is approximately lOOpm/V in our setup. 

Eq. [T] is valid for a cantilever undergoing harmonic 
oscillation, i.e. when all the forces acting onto the 
cantilever can be treated as a small perturbation. 
This condition is met in our experiment due to the 
high stiffness of the qPlus sensors^^. We monitor the 
deflection of the cantilever in an oscilloscope and have 
also monitored higher harmonic components with an 
FFT spectrometer, showing that higher harmonics stay 
below the noise limit of about 1 pm. At the same time, 
we monitor the magnitude of the fundamental amplitude 
with time, and find only slight variations in the range of 
one percent or so. 

The full damping per oscillation cycle can be expressed 
with an effective quality factor Qeff: 



Qoff — 
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Driving a cantilever in vacuum only requires compen- 
sating for Ai?int, because AE'ts = 0. In air, Ai?ts is the 
damping of the cantilever due to interactions with air, 
resulting in a Qah- < Qvacuum- In ambient conditions, a 
sample can be covered by a water layer. This causes an 
additional increase of AE^ts which is highly dependent 
up on the height of the hydration layer and its molecular 
structure close to the sample. As A/ is related to 
the force gradient, the conservative forces at play can 
be evaluated. The drive signal gives access to the 
dissipative forces. 

We use qPlus sensors which a re self-sensing and based 
on quartz tuning forkJ^SEIISll. The qPlus sensor was 
originally used in ambient environments^^, and since 
the year 2000 when we obtained atomic resolution in 
UHV^, we tried to achieve atomic resolution in ambient 
conditions as well. An unique feature of our setup is 
the length of the bulk tips we use. By approaching 
the sensor with a tip length ^tip ~ 500 /im most of the 
tip remains outside the hydration layers. In Fig. [T] 
this is shown from both a macroscopic and microscopic 
perspective. In Fig. [l] (b) ordered hydration layers 
are shown on the atomically flat sample surface. This 
situation will be discussed in depth in section |III B| 
Another key improvement was the use of a digital 
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FIG. 1: (Color online) Macroscopic picture of the environ- 
ment when scanning under ambient conditions. Air, liquid 
and sample interaction contribute to cantilever damping. The 
blue layer on the sample represents the hydration layer, as de- 
scribed in the text (typically < 20 nm). (b) Microscopic view 
when the tip is close to the surface. Here the bulk water and 
ordered hydration layers on the sample are shown. We note 
that water layers on ionic crystals might be thicker than wa- 
ter layers on insoluble surfaces due to a screening of the ions 
by water molecules. 




FIG. 3: (Color online) Topographic image with atomic resolu- 
tion of the KBr(OOl) cleavage plane (lattice constant 660 pm). 
Flat terrace imaged at A/ = -1-205 Hz and an oscillation am- 
plitude of ^ = 60 pm. Sensor parameters: /o = 20719 Hz 
and k = 1280 — with an etched bulk tungsten tip. 




FIG. 2: (Color online) (a) KBr(OOl) cleavage plane, with a 
lattice constant of ao = 660 pm. Bare ionic radius is rsr = 
195 pm for the Br~ ions (blue) and tk = 133 pm for the 
ions (white (b) Topographic image with atomic resolution 
of the KBr(OOl) cleavage plane. Operating parameters A/ = 
+190 Hz, A ^75 pm, fo = 38853 Hz and k = 1000 ^, bulk 
sapphire tip. 



amplitude controller (OC 4 from Nanonis/SPECS, 
CH-8005 Zurich, Switzerland) that has a very large 
dynamic range and is able to adjust the excitation signal 
by orders of magnitude. The microscope head was a 
UHV-compatible microscope with a double-stage spring 
suspension system^'^ used in ambient air. For operation 
in very low humidity, the microscope can be bolted onto 
a small metal can containing a bag of silica gel. 



B. Sample: potassium bromide 

Over the last decades, insulators in the form of ionic 
crystals have been studied by atomic fo rce m icroscopy 
in vacuum at both room temperatur^2ll2ZI and low 
temperatur^2ll_ Atomic resolution on terraces and steps 



has been reported on bulk ionic crystals in UHV'SiaaHlI] 
To date, insulators like sodium chloride or potassium 
bromide are used for basic research both in bulk crys- 
talline form and as th in films serving as spacing layers 
on metal surfaced^^M] xhese applicati ons in clude, e.g., 
imaging of individual molecule orbital^^HSl and molec- 
ular switches'^^, organic structure determinatiorPs! and 
investigations of friction on the nanoscal^^. 
Potassium bromide (CrysTec Kristalltechnologie, D- 
12555 Berlin, Germany) crystals were prepared by cleav- 
ing in air with a blade along the (001) plane. Potassium 
bromide has a NaCl structure with a lattice constant of 
ao = 660 pm (see Fig. [2] (a)). The bare ionic radius 
is TBr = 195 pm for the Br~ ions and tk = 133 pm 
for the K+ ions^^. Following earlier publications, only 
the large Br^ ions should be visibl^^S Figs. [2] (b) and 
[3] shows flattened data of atomically resolved images 
taken on a freshly cleaved KBr crystal in air, imaged 
with a bulk sapphire tip (Fig. 2] (b)) and etched tung- 
sten tip (Fig. |3|. The scans shows the ionic structure 
of the KBr(OOl) cleavage plane with a lattice constant of 
660 pm. The square lattice with a spacing of 460 pm cor- 
responds well to the spacing between equally charged ions 
of Therefore this square lattice represents the unre- 
constructed 1 X 1 surface structure, exposing only one 
atomic specieP^'^ZI (presumably the one with the greater 
ionic radius, here Br). We assume that surface mate- 
rial is attached to the tip apex during collisions with the 
surface, which creates a polar tip that facilitates atomic 
resolution on ionic surface^^. One striking feature in 
these images is that no defects can be seen. This can be 
explained by the surface being covered with a hydration 
layer that is likely to consist of a saturated solution of 
K"*" and Br~ ions in H2O. Even if atomic defects are cre- 
ated by thermal excitation, they exist for much shorter 
time spans than the time span accessible to our force 
microscope. 
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III. AMBIENT CONDITIONS: THE 
HYDRATION LAYER 



The term "ambient conditions" refers to a poorly de- 
fined state that involves a large number of variable pa- 
rameters; the laboratory air mainly consists of oxygen, 
nitrogen, carbon-oxides and rare-gases. The individual 
concentration of these gases is usually not controlled, 
but has an effect on the sample, e.g. oxidation. Lab- 
oratory air also has a significant amount of water vapor, 
where the partial pressure of water depends on temper- 
ature and relative humidity (RH) . If RH is greater than 
ze ro, al l surfaces (hydrophobic or hydrophilic) exposed to 
ai] |39 | 40 | adsorb a water-layer with a thickness dependent 
on the exposure time, temperature, RH and the sample's 
hydrophilic or hydrophobic charactei'^i'l^. 
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A. Clear indication of the liquid layer: step motion 



A clear indication of the presence of a liquid-layer with 
dissolved K"*" and Br^ ions on the surface is the rapid 
movement of steps shown in Fig. |4j^b)-(d). Filleter et 
al. showed that by poking the surface, the tip could be 
used to create mono-atomic terraces due to plastic defor- 
mation of the KBr(OOl) cleavage plane in UHV^^. Fol- 
lowing the UHV experiments we used this nanoindenta- 
tion method for both tip preparation and to create steps 
on the flat KBr(OOl), by poking the tip approximately 
100 nm into the surface. In Fig.|4] the surface can be seen 
after a nanoindentation experiment. The indentation of 
a tip is surround by terraces and steps, similar to those 
reported in the UHV experiments^. In Fig. ^ (b) and 
the corresponding line scan from Fig. [4] (c), mono- and 
di-atomic steps can be seen with an height of « 330 pm 
and 660 pm. We found that steps, created by the nanoin- 
dentation on the KBr(OOl) surface (Figs. |4| (b) to (d)), 
dissolve rapidly with time. This is similar to previous 
investigations^SI, where step motion on KBr as a function 
of RH was reported. The time delay between Figs. |4] (b) 
and |4] (d) of At = 4200 s demonstrates that the steps 
are not only mobile directly after poking. From this 
data we extract a speed of step motion of approximately 
lOOpm/s, which is too fast to image with atomic resolu- 
tion. 

The movement is also present at naturally occurring 
steps. At room temperature, steps are mobile due to ad- 
sorption/desorption of and Br~ ions that are readily 
available from the hydration layer (saturated solution of 
K"*" and Br~ ions in water). However, as we show in the 
following, the key challenge in ambient operation is the 
strong variation of the cantilever damping (and Q) as a 
function of distance and of the oscillation amplitude near 
the sample due to the adsorption layer. 



FIG. 4: (Color online) (a) Sub-micron defect, created by in- 
denting an irorP^ tip into the KBr(OOl) surface. The defect 
consists of a hole with a diameter of approx. 300 nm and a 
depth of about 5 nm, surrounded by mono-atomic terraces. 
The image is acquired using the same tip that created the 
indentation. Scan-parameters: A/ — +50 Hz, A — 400 pm, 
fo = 26691Hz, k = 1280 ^, bulk iron tip, RH^ 60%. (b) to 
(d): Time evolution of the AFM image taken at (b) to — s, 
(c) ti = 1140 s and (d) t2 = 4200 s, showing the dissolution 
of the top terrace with time, (e) Line profile of (b) indicating 
single and double atomic steps. 



B. Effect of hydration layer on damping 

In Fig. [5] (a) we show step-like structures on the 
KBr crystal which was scanned with a sapphire tip in 
air in a RH of 60%. While these step edges change 
much slower with time than the mono-atomic steps 
shown in Fig. |4] (b)-(d), they are not stationary and 
the height of a single layer step which is shown in Fig. 
[5] (a) is approximately 200 pm (see the inset linescan 
in Fig. [5] (a)), notably less than the 330 pm height of 
KBr-mono-steps shown in Fig. |4] (e) the line scan of 
Fig. [4] (b) (low-pass filtered). Our hypothesis for the 
origin of the steps in Fig. 5] (a) and (b) is they are due 
to single and multiple additional water layers on the 
KBr crystal, because these step heights are close to the 
thickness of a single hydration layer Figure [5] (c) 
shows that more energy is required to maintain a 
constant drive signal when penetrating the water layers. 
As more water layers are penetrated by the tip, a larger 
excitation signal is required which is clearly visible in 
the steps in the inset in Fig. [5] (c). It is interesting to 
note the relatively sharp edges where the water layer is 
penetrated. We speculate that this edge is either due 
to a domain boundary of the water layer or a possible 
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FIG. 5: (a) Topographic image of a water mono-layer 
on cleaved KBr(OOl) left three days in air at RH ~ 53%. 
A/ = +9.6 Hz, A = 780 pm, /o = 24071 Hz and k = 1800 ^ 
with a bulk sapphire tip. (b) Topographic image of a cleaved 
KBr(OOl) crystal after exposure to air at RH ~ 60% for two 
hours and (c) excitation signal. A/ = +16.6 Hz, A = 104 pm, 
/o = 31464 Hz and k = 1800 ^ with an bulk sapphire tip. (d) 
A/(2;) and Vdrive(z) of the sample shown in (a) (e) A/(z) and 
Vdrivc(2) taken after drying the sample with a heat-gun. 



Moire effect, where the sticking of the water layer to the 
ionic crystal varies laterally due to a lattice mismatch. 

On the lower terrace in Fig. [s] (b) a molecular ordered 
structure appears, possibly due to "icelike" water on the 
KBr(OOl) surface. The existence of an "icelike" water 
mono-layer on mica at room temperature was reported 
by MirandcP^I. While no structural information was 
given, there are indications of ordering of the water 
molecules on the surface. In our data, we resolve a 
periodicity of 1.9 nm. ExperimentaP^ and theoretical 
studiea^SMl elucidated the structure of adsorbed water 
on (100) cleavage planes of related alkali halide surfaces. 
LEED Experiments by Folsch et. &\W on a NaCl(lOO) 
substrate showed a well-ordered ice-like c(2 x 4) bilayer 
structure of water molecules. This structure is similar to 
that of ordinary I/j ice, except that the adsorbed bilayer 
is slightly distorted due to the lattice mismatch with 
the NaCl(lOO) surfac^^. The experimental findings of 
the well-ordered ice-like c(2 x 4) bilayer structure are 
supported by theoretical approaches including molecular 
dynamics calculations by Wassermann et al.l^ and 
Meyer et al.l^ as well as density functional calculations 
from Park et al.^^ 

Considering that the binding energy of H2O molecules 
to an alkali halide crystal is on the order of 0.4 e\^, 
it is reasonable to observe higher dissipation on sample 
areas where this water layer is expelled from the surface. 
Hydrodynamic friction forces could also contribute to 
energy dissipation that occur when the water layer that 
separates tip an sample is expelled and drawn in by 
the oscillating tipA?. A study of frequency shift versus 
distance and excitation versus distance gives further 
insight into the effect of the water layers on imaging. 
Fig. [5] (d) shows a spectrum taken in typical ambient 
conditions, that is, with a RH of approximately 53%. 
Jumps in the A/(z) signal are indicated by arrows. We 
propose two possible explanations: i) the breaking of the 
hydration layers or ii) a molecular-scale rearrangement 
in the water meniscus as the tip retracts from the 
surface. The use of small oscillation amplitudes less 
than 1 nm is helping to observe these fine details. 

The total measurable interaction extends nanometers 
from the surface. More importantly, the excitation sig- 
nal Vdmc{z) increases from 0.5 mV far from the surface 
to 40 mV near the surface. In order to test the water 
film hypothesis, we dried the sample by heating with a 
heat-gun and quickly acquired a A/(z)- and Votive (-2^)- 
spectrum thereafter. While we could once again resolve 
atomic contrast, both A/(z) and Vdrivc(-z), shown in 
Fig. [5] (e), are drastically different. Now the excitation 
near the surface is < 5 mV and there is evidence of only 
one water layer. 

The frequency shift and damping spectra in Fig. [5] (d) 
and (e) highlight one of the profound challenges for ob- 
serving atomic resolution in ambient conditions. The in- 
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crease of damping as the tip penetrates the hquid layer 
poses challenges for the amplitude controller in main- 
taining a constant amplitude. In typical conditions the 
humidity is so large that several water layers form on any 
surface^^ ^o". The effect of this is a drastic lowering of Q 
and the dramatic increase of A_Ets where the tip is close 
enough to the surface to resolve atoms. This can be seen 
by the large excitation required in Fig. [s] (d) . 

To further investigate the effect of the hydration layer 
we record the excitation signal Vdrivc while the sample is 
in intermittent contact with the tip for a constant fre- 
quency shift as a function of the oscillation amplitude. 
Figure |6] (a) covers a variation of the oscillation ampli- 
tude A from 10 pm to 800 pm at a constant frequency 
shift of A/ = 190 Hz, resulting in an increase of Vdrive 
from about 1 mV to 46 mV. Figure [6] (b) depicts the en- 
ergy loss AEta calculated with the Eq. [l] Here, the dra- 
matic increase of energy loss in AE'ts versus oscillation 
amplitude A is clearly visible. The amplitude depen- 
dence of the effective damping factor Q^s described by 
Eq. |2] is plotted in Fig. |6] (c), showing most interesting 
features for small amplitudes below 1 nm. Here, a steady 
decrease of the quality factor occurs until an oscillation 
amplitude of A « 300 pm is reached, where a wide mini- 
mum in the range of A « 300 — 150 pm occurs before Qoff 
rises to a plateau for amplitudes around 60 pm. When 
assuming a water layer on the surface with a thickness 
of the first hydration layer of « 200 - SlOpnP^EIl^ the 
tip would entirely remain within the ordered hydration 
layer if its amplitude is smaller than « 150 pm. At larger 
amplitudes, the first ordered hydration layer would be 
penetrated during each oscillation cycle. According to 
this notion, dissipation would be low for peak-to-peak 
amplitudes smaller than the thickness of one water layer, 
leading to a high QeS- The amplitude dependence of Qeff 
has implications on the noise of the AFM signal which 
we will discuss in the following section. 



IV. SIGNAL-TO-NOISE-RATIO IN AMBIENT 
CONDITIONS 

A. The dependence of frequency shift (signal) with 
amplitude 

In FM-AFM the frequency shift A/ is a measure of 
the average force gradient (fcts(z)) as explained in section 
II A In order to model the average force gradient {kts{z)), 
we use an exponential force law cx exp(^) with a decay 



constant 
shown to be A 



In the case of ionic crystals A has been 
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where a 



2^ viiv.^^ „ _ Using the lattice 
constant qq for KBr, we get a A of 75 pm. The signal is 
then the force gradient convolved over the tip oscillation, 
as shown in Ref^: 
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FIG. 6: (a) Excitation, (b) Energy loss and (c) quality factor 
as a function of amplitude. Acquired with a qPlus sensor 
with an etched tungsten tip. /o — 23321Hz k — 1280 — , 
Qair = 2000, A/ = 190 Hz. 



{ktsiz}) 



tA^ 



VA^dq, (3) 



7 



where z is the distance between sample and oscillating 
tip. By integrating and considering only the z indepen- 
dent terms at a constant point of closest approach, the 
normalized model signal is then: 



5'normalizcd OC — e ■ (4) 

The normalized signal is plotted in Fig. [7] (dashed 
dotted-line) for the case of A = 75 pm in an interval 
of 10 pm to 800 pm. Scanning with stable oscillation 
is possible down to oscillation amplitudes of 10 pm for 
our ambient qPlus setup, depending on the sensor. One 
should notice that already at an amplitude of 50 pm the 
signal has decreased to 55% of the maximum. However, 
one has to also consider the noise as a function of ampli- 
tude. 



B. The dependence of the effective quality factor 
Qeff and noise with amplitude 

Three sources dominate noise in frequency modulation 
AFM: thermal-, detector- and oscillator noise. These 
noise sources are small for low deflection detector noise 
densities riq (the ratio between the electrical noise 
density and the sensitivity S of the electrical signaP^ 
and high Q factors. An in depth discussion of the noise 
terms and there origin is given irPl^^H] 
The minimum detectable average force gradient 
^ (^ts)„„ is given by: 

The force gradients for the thermal-, detector-, and os- 
cillator frequency noise are given bjff^ 




100 200 300 400 500 600 700 800 
>A(pm) 

FIG. 7: (Color online) Diagram of signal (dashed dotted- 
line), noise (dotted-line) and normalized SNR (solid-line) vs 
amplitude, where the maximal SNR is arbitrarely set to 1. 
Data taken with a qPlus sensor {k = 1280 f , /o = 23321 Hz, 
Qair = 2100) equipped with an etched tungsten tip at RH = 
31%. Signal was calculated with Eq. |4] notice its maximum 
at 10 pm is 90%. The noise was calculated by used of Eq. [s] 
with the Qoff values calculated due to the Adrivc spectra taken 
at a frequency shift of 190 Hz. 

of Here, we have shown experimentally that the 

quality factor is amplitude dependent. We use the ex- 
perimental dependence (3(^) to calculate the amplitude- 
dependent noise explicitly, shown by the dotted line in 
Fig. [7| This will be used in the following section to de- 
termine the amplitude for the optimal SNR, which leads 
to the optimal imaging parameters for atomic resolution. 



C. Signal-to- noise ratio 
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here k is the stiffness, /o the resonance frequency, T 
temperature, B bandwidth, A oscillation amplitude, fc^ 
Boltzmann constant. The equations point out that all 
noise terms are proportional to ^ and that Q plays an 
important role in both thermal and oscillator noise. Usu- 
ally, Q is assumed to be constant with oscillation ampli- 
tude. It has been calculated that a constant energy loss 
per oscillation cycle leads to an amplitude dependence 



With the amplitude dependence of Qcff, we can analyze 
the SNR for the data set of Fig. |6] Fig. [7] shows the 
SNR graph (solid line) which is calculated from the noise 
with the Qcff shown in Fig. J6] (c) and the model signal 
calculated with Eq. |4j Fig. [Tpshows a large peak at low 
amplitudes where the best imaging amplitude with the 
highest contrasts is expected at ^opt = 89 pm. 
In the following section we demonstrate the optimization 
of the scan parameters which lead to the best atomic 
contrast. 



V. SIGNAL-TO-NOISE OPTIMIZATION FOR A 
SPECIFIC EXPERIMENT 

In the following a qPlus sensor with a stiffness of 
k — 1000 — and sapphire tip (splinters from a bulk sap- 
phire crystal) is used. First we determine the free exci- 
tation signal Vdrivo,o in sir versus the oscillation ampli- 
tude A. After approaching on a freshly cleaved KBr(OOl) 
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50 100 150 200 250 300 350 400 
>A(pm) 

FIG. 8: (Color online) Diagram of Qoff vs amplitude. The 
values are calculated from the excitation data corresponding 
to the images in Fig. [lOlas described in the text. 




50 100 150 200 250 300 350 400 
A (pm) 

FIG. 9: (Color online) Diagram of signal (dashed dotted- 
line), noise (dotted-line) and normalized SNR (solid-line) vs 
amplitude. Data taken with a qPlus sensor (fc — 1000 ^, 
/o = 38853 Hz, Qair = 2977) equipped with a bulk sapphire 
tip, at RH = 35%. Signal was calculated with Eq. [4] The 
noise was calculated by used of Eq. [5] with the Q^s values of 
the real data shown in Fig. [8] 



and show the same key features, including a nearly stable 
but very low Qeff for ampUtudes A greater than half the 
height of one hydration layer. 

Using the calculated Qoff, we find the noise for this sen- 
sor as a function amplitude. We use Eq. [4] to calculate 
the normalized model signal, again using A = 75 pm for 
KBr(OOl). Figure f9[ shows the calculated noise with the 
Qcff shown in Fig. (dotted line), the normalized model 
signal calculated with Eq. [4] (dashed dotted line) and the 
SNR graph (solid line). The signal-to-noise-ratio is nor- 
malized to a maximum of one in the diagram. From 
this graph, the optimal SNR occurs at an amplitude 
of ^opt = 75 pm. The value of A^-pt = 75 pm for the 
sapphire tip is close to the value of the tungsten tip of 



A. 



opt 



89 pm. 



Figure [lO] shows a set of atomically resolved images at 
a constant set-point of A/ = 190 Hz, starting with an os- 
cillation amplitude of 50 pm and consecutively increasing 
it by a factor of 1.5. These images were flattened but not 
filtered. The maximum amplitude where atomic resolu- 
tion was obtained \s A = 380 pm. The largest contrast 
was found for an oscillation amplitude of A = 75 pm. 
This is in good agreement with the calculated optimal 
SNR discussed above. 

These observations strongly support our hypothesis that 
this is an ionic imaging mechanism with a decay con- 
stant of A = 75 pm. Even without poking the tip it is 
very likely that the tips arc terminated by surface ma- 
terial of the sample due to scanning. Our hypothesis is 
that these light pokes only modify the tips front cluster, 
enabling atomic resolution. 

Finally we discuss the effect of frequency shift set point 
A/ on imaging in Fig. |11[ The center image is the op- 
timal case with Aopt — 75 pm and a frequency shift of 
A/opt = 190 Hz. In the surrounding images, the ampli- 
tude and the frequency shift are varied. All three ampli- 
tude set points: A < Aopt, A = Aopt and A > Aopt share 
a decrease in the contrast due to a decreasing in signal 
when lowering the frequency shift (A/ < A/opt). For 
higher frequency shifts A/ > A/opt, tip changes become 
more frequent. The data in Fig.[TT]demonstrates that the 
optimal frequency shift A/opt is a compromise between 
an ideal SNR and an acceptable rate of tip changes, and 
that the oscillation amplitude can be freely adjusted to 
optimize the SNR. 



surface plane we begin the tip modification by poking. 
Nanoindented holes like those shown in Fig. |4] (a) are 
the result of controlled pokes that modify the tip apex 
favorably to enable atomic resolution. After some time, 
tips appear stable in large scale images. Using these sta- 
ble tips, we measured the excitation signal Vdrivc as a 
function of amplitude while the closed 2;-feedback loop 
adjusted a constant frequency shift of A/ = 190 Hz. We 
used the method discussed in the previous section to cal- 
culate QeS from the excitation Vdrivo- 

Fig. [8] shows the effective damping Qoff as a function of 
amplitude. Both Figs. [6] (c) and [s] have a similar shape 



VI. CONCLUSION 

We have demonstrated atomic resolution in ambient 
conditions and analyzed the main problems one has to 
deal with in uncontrolled environment. The water layer 
which forms on any surface was imaged and the height of 
a single water layer was measured to be 200 pm, compa- 
rable to observations of other groups. High damping due 
to the hydration layers was demonstrated, and the ef- 
fect on damping was shown by contrasting relatively wet 
and dry surfaces. We further characterized the damping 





75 pm 


112.5 pm 


2^ 168.25 pm 


253.15 pm 


379.96 pm 
















3 nm> 


3 nm 


3 nm 
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FIG. 10: Amplitude dependence of the signal at A/opt — 190 Hz. Amplitudes are shown in each frame. Images are shown in 
which atomic contrast was able to be seen without being filtering. Data taken with a qPlus sensor (A; = 1000 ^ , /o = 38853 Hz) 
equipped with a sapphire tip. Data were line fiatted. 



A<A. 



Af<Af 



Af = Af 



Af > Af 




A=A. 



opt 



A>A 



opt 



75 pm 180 Hz 


112.5 pm 150 Hz 




- 


3 nm 


^ 3 nm 




FIG. 11: Compilation of topographic images of the KBr(OOl) surface plane with amplitude and frequency shift set point 
shown in each image. The center of the image shows data with Aopt = 75 pm and A/opt — 190 Hz. An increased frequency 
shift A f > A/opt leads to a higher rate of tip changes. Parameters of qPlus sensor {k = 1000 ^ , .fo = 38853 Hz) equipped with 
a sapphire tip. Image processing: line flattening. 
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by recording drive signal versus amplitude spectra and 
deriving the effective damping Qca- This we used to sys- 
tematically obtain the optimal imaging parameters for 
different sensors and and tip materials. 
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